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A Low Polarization Sensitivity All-Fiber
Wavelength Measurement System
Ginu Rajan, Yuliya Semenova, Gerald Farrell, Qian Wang, and Pengfei Wang
Abstract—A low polarization-sensitive all-fiber wavelength
measurement system using a twisted macro-bend fiber edge
filter together with polarization-insensitive (PI) 3-dB coupler is
presented. Eliminating the polarization-dependent loss (PDL) is
essential when macro-bending single-mode fiber is utilized as an
edge filter. A new bending configuration to eliminate the PDL of
a fiber edge filter is proposed in this letter by twisting the fiber
by 90  between two bending sections with equal length. The PDL
of this configuration retains a low value even while the bending
length is increased to achieve a steeper response for the edge filter.
This configuration together with a PI 3-dB coupler makes the
system to have very low polarization sensitivity and as a result
high wavelength accuracy can be achieved.
Index Terms—Macro-bend fiber filter, polarization-dependent
loss (PDL), twisted fiber filter, wavelength accuracy.
I. INTRODUCTION
A MACRO-BENDING single-mode fiber (SMF) can formthe basis of an edge filter and can be utilized for ratio-
metric wavelength measurements [1]. Typically the macro-bend
fiber filter and the 3-dB coupler in the ratiometric system are
polarization-dependent devices. Our previous investigation
on macro-bending standard SMF28 has shown that when the
bending radius is relatively small, the polarization-dependent
loss (PDL) is mainly caused by the fiber polymer coating layer
and the PDL differs significantly for different bending radii
[2]. If a system contains more than one polarization-sensitive
device, its net PDL may fluctuate and hence the measured ratio
also fluctuates and will lead to wavelength inaccuracy [3]. Prior
to the introduction of systems demanding very high wavelength
accuracy, the role of PDL in a ratiometric wavelength measure-
ment system was not considered important. Thus, minimizing
the polarization dependency of the components in the system
is essential for high wavelength accuracy.
It is been proven earlier that PDL for a macro-bend fiber filter
varies with bend radius. A minimum PDL filter can be obtained
by choosing the correct bending radius corresponding to the
minimal PDL; however, this requires a strict fabrication toler-
ance of the bending radius as PDL is highly sensitive to bend
radius and varies drastically for a small change in bend radius.
Furthermore, the inherent PDL will increase when the length of
the bending section is increased, which is required to enhance
the slope of spectrum for the edge filter. As an alternative to
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this straightforward method, in this letter, a new bending con-
figuration is proposed to minimize the PDL. The proposed con-
figuration contains two bending sections with equal length and
with a 90 twist in the middle. Based on this configuration, a
minimum PDL is expected and this PDL is expected to be in-
dependent of the bending length involved. When used with a
polarization-insensitive (PI) 3-dB coupler, the wavelength mea-
surement system will be less dependent on the input polarization
state and will give the highest accuracy.
II. METHOD TO ELIMINATE THE POLARIZATION DEPENDENCY
OF A MACRO-BEND FIBER FILTER
There are a couple of factors that result in polarization sen-
sitivity for a bending fiber. It can originate from the anisotropy
of the refractive index caused by the bending stress. Our recent
investigation in [2] indicates that for SMF28 fiber with a rela-
tively small bending radius (around 10 cm), the polymer coating
layer not only has a significant influence on the bend loss due
to whispering gallery modes but also induces PDL. The theo-
retical model presented in [2] shows that the transverse-electric
(TE) mode and transverse-magnetic (TM) mode propagating
along the fiber suffer from different values of bend losses due
to the different boundary conditions between the cladding and
polymer coating layers for the two polarization states. The PDL
of the fiber filter varies with wavelength as well as different bend
radii. Thus, in the case of using a macro-bend fiber filter as an
edge filter, the PDL of the filter introduces performance inac-
curacy to the system, if there is a stress variation in the trans-
mission fiber or a change of source to one other than the source
used for calibration, which changes the polarization state of the
input light. Therefore, it is necessary to eliminate the polariza-
tion dependency of the bend fiber edge filter to obtain high ac-
curacy wavelength measurements. Since the PDL of the bend
fiber originates from the difference in bend loss for TE and TM
modes, one has to find a method to compensate this loss. One
method to do this is by making two bending sections with equal
length and by introducing a 90 twist in the middle of the sec-
tion. This changes the polarization state for the second bending
section, i.e., the TE (TM) mode is turned to be the TM (TE)
mode for the second bending section. The net effect is that the
individual losses for the input TE and TM modes are equalized
over the total length of the fiber so that the PDL can be mini-
mized for the whole bending section. The schematic filter with
and without a twist is shown in Figs. 1(a) and (b), respectively.
In our experiment, a standard SMF is used to build the filter.
A bend radius of 10.5 mm with 15 bend turns is used as this
gives suitable bend loss discrimination for a wavelength range
of 1500–1580 nm without being affected by the signal-to-noise
ratio of the source [1], [4]. A tunable laser with a wavelength
range 1500–1600 nm is used as the source. A fiber polarization
controller is used to change the input state of polarization of
1041-1135/$25.00 © 2008 IEEE
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Fig. 1. Bending configurations of the macro-bend fiber filter. (a) Conventional
bending. (b) Proposed configuration with a 90 twist between the bending
sections.
Fig. 2. (a) Measured bend loss and (b) PDL of the three configurations.
the signal and a dual-channel power meter employing InGaAs
photodetectors is used to measure the power. Three configura-
tions of the fiber filter were tested. A conventional fiber filter
without a twist and filters with 90 and 180 twist in the middle
of the fiber. For the second and third configurations, the fiber
was wrapped with equal bend lengths (7.5 turns each) on two
separate identical mandrels, with the second mandrel rotated by
90 and 180 , respectively, to create a 90 and 180 twist in the
middle of the two sections. The length of the fiber in between the
two sections was approximately 2.5 cm. The spectral response
of the filter with three configurations is shown in Fig. 2(a). From
the figure it is clear that the twist in the middle of the fiber has
no significant influence on the bend loss response of the filter.
However, the PDL shows a significant difference. The mea-
sured PDL for all three configurations for a wavelength range
1500–1600 nm at an interval of 10 nm is shown in Fig. 2(b).
For the 180 twist, the TE (TM) and TM (TE) modes return to
Fig. 3. Measured PDL of the fiber filter with twist and without twist.
their original state after the first bending section and such a filter
shows the same PDL as the filter without twist. But for the filter
with 90 twist, after the first bending section TE (TM) mode is
turned to TM (TE) and the individual losses for the input TE and
TM modes are equalized and resulting in a low PDL. The po-
larization controller, the connection fibers, and the photodiodes
used to measure the power also exhibit PDL. So the PDL of the
system without the fiber edge filter is also measured and pre-
sented as the inherent PDL of the system. It is also known that
the inherent PDL of the filter increases as the number of turns
increases, which is necessary to get a steeper response. To see
how the 90 twist eliminates the PDL at higher bend lengths, the
PDL of the filter is measured for different bend lengths and is
shown in Fig. 3. A comparison of PDL for a fiber filter without
a twist is also presented for the same number of turns.
PDL is not eliminated completely in the fiber filter due
to physical inaccuracies such as small variations in the bend
length of the two sections of the filter and variations in the
twist angle of 90 leading to residual PDL. The remaining
PDL of the twisted configuration shown in Figs. 2(b) and 3
arises from these factors. It should be noted that a twist in the
fiber induces circular birefringence to the fiber and can make
it polarization-dependent. However, such stress-induced bire-
fringence is very low in SMF28 fiber and this can be confirmed
from Fig. 2(b), where the PDL of the filter with 180 twist and
a filter without a twist are closely matched which means that the
twist-induced birefringence is negligible and its contribution to
the PDL of the fiber filter is very small. Overall from the figures
it is clear that the PDL of the fiber filter decreases considerably
with a 90 twist at higher bend lengths which in turn allows
the filter to utilize a larger number of turns to obtain a steeper
response and thus increase the measurement resolution of the
system without reaching an unacceptable level of PDL.
III. LOW POLARIZATION-DEPENDENT WAVELENGTH
MEASUREMENT SYSTEM
A 3-dB coupler is one of the core components of any ra-
tiometric wavelength measurement system. For a commercially
available fused 3-dB coupler, it is known that it exhibits polar-
ization dependency usually is in the order of 0.1 dB at 1550 nm.
In an all-fiber ratiometric system which consists of a macro-
bend fiber filter and 3-dB coupler, the PDL of the components
leads to a ratio fluctuation and results in a very high wavelength
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Fig. 4. Measured PDL of the arms a PI and an ordinary 3-dB coupler.
Fig. 5. Comparison of ratio errors in conventional system and low polarization-
sensitive system.
error [5]. The PDL of the fiber filter can be eliminated by in-
troducing a 90 twist at the middle of the bending section as
explained in the earlier section. But the PDL of the 3-dB cou-
pler still will affect the system performance. One way to mini-
mize the total polarization dependency of the system is the use
of PI 3-dB couplers (couplers with very low PDL, in the range
of 0.01–0.02 dB). For comparison the measured PDL of an ordi-
nary 3-dB coupler and a PI 3-dB coupler is shown in Fig. 4. The
measured PDL also includes the inherent PDL of the system.
Thus, the combination of a PI coupler and a twisted macro-bend
fiber filter can effectively reduce the total polarization depen-
dency of the wavelength system.
A wavelength measurement system using a ratiometric
scheme [1] has been built using a fiber edge filter with a 90
twist and a PI coupler. A system based on a conventional fiber
edge filter is also built. The number of bend turns used in both
systems is 15 and the bend radius was 10.5 mm. Both the
systems were calibrated for a fixed polarization state. The input
polarization state of the signal is changed using a polarization
controller so it induces the maximum ratio and wavelength shift
at a particular wavelength. The ratio and wavelength change
from the calibrated value is measured for a wavelength range of
1500–1580 nm with an interval of 10 nm for both systems. The
measured ratio and wavelength error are shown in Figs. 5 and 6,
respectively. The measured wavelength errors are based on the
local slope of the calibrated ratio response. The conventional
system gives a wavelength error of 1.401 nm at 1550, while
Fig. 6. Comparison of wavelength errors in conventional system and low po-
larization-sensitive system.
the low PDL system reduces the wavelength error to 0.272 nm.
From the figure it is clear, for the conventional system, PDL
is a significant problem and induces a large wavelength error,
but for the system with a twisted fiber filter and PI coupler,
the wavelength error is effectively reduced which makes the
system more accurate.
Thus for wavelength measurements based on macro-bend
fiber filters the polarization dependency can be significantly
reduced by the above proposed configuration and can deliver
measurements with a high wavelength accuracy irrespective of
the input state of polarization.
IV. CONCLUSION
We have proposed and experimentally proved a new configu-
ration for a macro-bend fiber filter to reduce its polarization de-
pendency by introducing a 90 twist in the middle of the bending
section. In the twisted configuration, the number of turns of the
filter can be increased to obtain a steeper response to increase
the resolution of the system without a consequent increase in
the PDL. A very low polarization-sensitive all-fiber wavelength
measurement system using a twisted macro-bend fiber filter to-
gether with a PI 3-dB coupler was presented and verified ex-
perimentally. The wavelength error for the low polarization-
dependent system was compared with that of a conventional
fiber filter-based system and found to be significantly reduced.
Thus, the proposed system can be used in cases where high ac-
curacy is required, irrespective of the input polarization state.
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